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Dielectrophoresis of DNA: Time- and
Frequency-DependentCollectionsonMicroelectrodes
David J. Bakewell and Hywel Morgan
Abstract—This paper reports measurements that characterize
the collection of DNA onto interdigitated microelectrodes by
high-frequency dielectrophoresis. Measurements of time-depen-
dent collection of 12 kilobase pair plasmid DNA onto micro-
electrodes by dielectrophoresis show signiﬁcant reduction in the
response as the frequency increases from 100 kHz to 20 MHz.
Collection time proﬁles are quantitatively measured using ﬂu-
orescence microscopy over the range 100 kHz to 5 MHz and
are represented in terms of two parameters: the initial dielec-
trophoretic collection rate, and the initial to steady-state collection
transition. Measured values for both parameters are consistent
with trends in the frequency-dependent real part of the effective
polarizability measured for the same plasmid DNA using dielec-
tric spectroscopy. The experimentally measured parameters are
qualitatively compared with trends predicted by theory that takes
into account dielectrophoretic particle movement and diffusion.
The differences between experiment and theory are discussed
with suggested improvements to theoretical models, for example,
including the effects of electrohydrodynamically driven ﬂuid
motion.
Index Terms—AC electrokinetics, dielectrophoretic collection
rate, DNA concentration, nonuniform electric ﬁelds.
I. INTRODUCTION
T
HERE IS considerable interest in using ac electrokinetic
methods for the noncontact manipulation of DNA in
microfabricated structures [1]–[4]. The envisaged applications
of functionally integrated microanalytical devices in biotech-
nology range from “lab-on-a-chip” technology and DNA
diagnostics to a wider use in genomics and proteomics [5]–[7].
An attractive ac electrokinetic method for noncontact manip-
ulation is dielectrophoresis (DEP) which is the movement of
polarizable particles in nonuniform electric ﬁelds [8]. Particle
forces arise from the application of an ac voltage to microelec-
trodes lying within a suspension of particles in an electrolyte.
The particles move under the inﬂuence of the nonuniform elec-
tric ﬁeld, generated by the ac electrode potentials, depending
on their effective polarizability.
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Experiments over the past decade have demonstrated ways
to orient, stretch, transport, and trap DNA using nonuniform
ﬁelds generated in microfabricated devices [7], [9]–[12]. Di-
electrophoresis has also been used as a noncontact microtool
for use with DNA, including ﬁeld ﬂow fractionation [13] and
molecular “surgery” [14]. Despite these novel demonstrations,
oftenperformedathighfrequencies( 100kHz), therehas been
almost no quantitative systematic characterization and analysis
of high-frequency DEP collections of DNA that may ﬁnd appli-
cation in future microdevices.
AjdariandProst[15]gavetheoreticalpredictionsfortrapping
of DNA on microelectrodes with promising applications, but
these predictions did not have experimental conﬁrmation.
Asbury et al. [1], [16], [17] have published quantitative studies
of DNA collection onto microelectrodes by DEP at low ac
frequencies. They showed that the time course of ﬂuorescently
labeled DNA trapping could be ﬁtted by a single or double
exponential proﬁle. They compared their results against the
equivalent DEP energy required to trap DNA, from which they
concluded the DEP trapping efﬁciency was less than predicted
when using values of the effective polarizability deduced from
dielectric spectroscopy studies. The quantitative results of
DNA trapping were performed at ac frequencies, ranging from
10 Hz to 10 kHz (typically 30 Hz) and depended on solvent
conductivity and on molecular weight. Fluorescence proﬁles
of DNA being released and diffusing away from electrode
surfaces were also described.
Recently, electrode-less dielectrophoretic collections of
single- and double-stranded DNA at low ac frequencies
(50–1000 Hz) have been described by Chou et al. [2] for a
range of DNA sizes, medium viscosities, and electric ﬁeld
strengths. In this technique, the authors used constrictions
created in an insulator to create high-strength electric ﬁeld
gradients, and they developed a simple model for the polar-
ization of the DNA that included electrophoretic effects to
describe their experiments. However, at these low frequencies,
it is difﬁcult to ensure that the electric ﬁeld in the suspending
medium is independent of frequency because of substantial
electrode polarization effects [18] making quantitative analysis
of particle collection by DEP rather difﬁcult [4].
In view of the importance of developing and understanding
dielectrophoretic techniques for the noncontact manipulation
of DNA, we report experiments on the collection of DNA
plasmids at high ac frequencies. In recent work [19], [20], we
reported on the DEP collection of submicrometer latex spheres
onto planar interdigitated microelectrodes at high ac frequen-
cies (0.5–5 MHz). These microspheres represent “model”
colloidal particles and exhibit a well-deﬁned particle/solvent
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interface when compared with DNA macromolecules, and are
more suitable for quantitative comparisons between theory and
experiment. The time-dependentDEP collection ofthe particles
was simulated using a Fokker–Planck equation (or modiﬁed
diffusion) model [21] and comparisons with experiment were
made.
It is likely that the success of using DEP as a new micro-
tool for the manipulation of DNA in future microanalytical
devices will depend on the ability to control the time-depen-
dent ﬂux. In this paper we extend our previous work [22]
and describe the time-dependent DEP collection at high fre-
quencies (100 kHz–20 MHz). Two parameters are used to
characterize the experimental measurements: the initial time
rate of ﬂuorescence change, or “collection rate,” and the initial
to steady-state change in ﬂuorescence. The results show that the
dielectrophoretic response decreases with increasing frequency
and that this is consistent with the reduction in effective polar-
izability measured by dielectric spectroscopy for this plasmid
DNA [23], [24].
II. EXPERIMENTAL
The DNA was pTA250—a negatively supercoiled plasmid of
4 m contour length. This plasmid contains a single repeat
ofthe8.9 kbpribosomalRNA codingunitfrom wheat(Triticum
aestivum var. Chinese Spring) subcloned into the EcoRI site of
pUC19 [25]. The DNA was chosen for its mechanical robust-
ness, suitable 1 m size for use in DEP experiments, and the
fact that its dielectric properties were known from earlier work
by us [24]. The DEP collection results should be essentially in-
dependent of its precise genetic code.
The DNA plasmid was puriﬁed as outlined in [24] and stored
in pure water at 20 C. The concentration of the DNA in the
stock solution was estimated from the extinction coefﬁcient at
260 nm to be 2.7 g L. Further details of the growth, har-
vesting, and puriﬁcation of pTA250 DNA are given in [26].
The DNA samples were ﬂuorescently labeled with 1 mg/ml
,6-Diamidino-2-phenylindole(DAPI)(MolecularProbes,Eu-
gene, OR, D-1306) containing 10% (v:v) 2-Mercaptoethanol
(Sigma,St.Louis,MO,M3148)todecreasephotobleachingand
strand breakage [27]. The conductivity of the samples was mea-
sured to be 5 mS/m.
A. Fluorescence Microscopy and Quantitative DEP
Measurements
A diagram of the experimental apparatus is shown in
Fig. 1(a). For an experiment, 20 L of a diluted ﬂuorescently
labeled DNA suspension (at a concentration of 0.3 g L) was
pipetted onto an interdigitated electrode array (mounted on a
printed circuit board). The DNA solution was capped with a
glass coverslip and the device connected to a signal source as
shown. The interdigitated electrodes, shown in Fig. 1(b), were
fabricated using standard photolithographic techniques [28].
They were fabricated from gold with a Ti underlayer and were
10 m wide with a 10- m gap.
The vertical depth-of-focus of the epi-ﬂuorescence micro-
scopewasestimatedtobe m[29].Videoimagesofthe
DNAcollectingontotheelectrodeedgeswereprocessedusinga
method reported recently [20]. The software spatially averaged
Fig. 1. (a) Schematic diagram of the experimental apparatus for monitoring
the collection of DNA on the electrodes, showing ac signal source, ampli-
ﬁer, monitoring oscilloscope, epi-ﬂuorescence microscope, charge-coupled
device camera, video recorder, and television monitor. (b) Plan view of the
planar interdigitated electrode array (not to scale) supplied with peak voltage
￿V . The electrode gap and width was 10 ￿m and the electrodes were
typically ￿2 mm long. The transverse x and longitudinal z axes are as shown.
The vertical y axis points upwards from the page.
pixel values of sequential video frames, utilizing the symmetric
and periodic structure of the interdigitated array design. Back-
ground ﬂuorescence outside the 1- m depth-of-focus was re-
moved by assuming it remains relatively unchanged during the
collections, . We found this assumption
to be valid, since the bulk suspension of DNA did not signiﬁ-
cantly change during the course of the experiment.
III. THEORY
The movement of the DNA macromolecules throughout the
suspension is governed by the deterministic DEP ﬂux and ther-
mally driven stochastic ﬂuctuations (Brownian motion).
Fig.2(a)(i)illustratesuniformmacromoleculedensitybefore
the onset of DEP s , and Fig. 2(a) (ii) and (iii) after DEP
collections. The DEP force is spatially short-range, so that for
short times , as shown in Fig. 2(a) (ii), macromolecule
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Fig. 2. (a) Diagram illustrating the one-dimensional (1-D) movement of parti-
cles between a glass coverslip (upper boundary) and planar interdigitated elec-
trode array (lower boundary). (i) shows the distribution of particles before the
onset of DEP (t =0s); (ii) shows particle collection near the electrodes under
the action of DEP force (0 <t<t) giving rise to the initial collection rate;
and (iii) shows particle movement governed by DEP and diffusion (t>t).
(b) Graph of ﬂuorescence intensity versus time for DNA collection on the elec-
trode array corresponding to the 1-D particle movement shown in Fig. 2(a). The
dielectrophoreticcollectiontimeproﬁlesforthearrangementcanbedividedinto
two intervals. The observed quantity is ﬂuorescence F(t) or particle number
n(t). In the ﬁrst interval (0 <t<t), particles collect near electrodes solely
under the action of the DEP force, giving rise to the initial collection rate _ F(0).
In the second interval (t>t) particle movement is governed by DEP and
diffusion. At steady state the movement by DEP is balanced by diffusion. The
initial to steady-state ﬂuorescence change is shown as ￿F. For illustration, t
is the rise time where the ﬂuorescence is 63% of the steady-state value.
deterministicDEPforce.Thisregimeoftime-dependentparticle
collection proﬁle is called the initial collection rate [8], [30]. It
is given by the initial rate of change of ﬂuorescence (or
number of macromolecules detected ) where denotes time
derivative, and is depicted in Fig. 2(b).
In contrast, for , shown in Fig. 2(a)(iii), diffusion
of these micrometer-sized macromolecules into regions de-
pleted by DEP inﬂuences the collection so that it is said to be
diffusion limited [Fig. 2(b)]. At steady state the DEP driven
particle (or macromolecule) ﬂux is balanced by Fick’s diffu-
sion. The initial to steady-state transition in ﬂuorescence is
written as (or
change in particle number ). Both and are used as
key parameters in the subsequent analyzes of DEP collection
proﬁles.
Fig. 3. Photographs showing DAPI labeled DNA plasmid suspension col-
lecting onto the interdigitated electrode array. The images are approximately
half-frame width (￿60% frame height) taken from a video. (a) Array before
the onset of DEP. (b) 4.2 s after onset of DEP with V =4 :5 V, f = 200 kHz.
The gold electrodes in Fig. 3(a) appear bright because they reﬂect the ﬂuores-
cence from the DNA suspension. In Fig. 3(b), the DNA collects between the
electrodes, so the gaps appear bright.
IV. RESULTS
Two half-frame width ( 60% height) video images of the
ﬂuorescently labeled DNA suspension before and 4 s after
the onset of DEP are shown in Fig. 3(a) and (b), respectively.
The electrodes reﬂect more light than the interelectrode glass
substrate and are visible in Fig. 3(a), while Fig. 3(b) shows
DNA plasmids collecting between the electrodes. The image
processing software, detailed in [20], spatially averaged pixel
ﬂuorescence intensity values in 2-D (transverse and longitu-
dinal directions). The transverse dimensions for spatial aver-
aging across the interelectrode gap were m and
these average values were normalized with respect to the ﬂu-
orescence intensity over the frame viewing area of the array
thereby compensating for temporal ﬂuctuations in the micro-
scope light source. Hence, the normalized 2-D spatially aver-
aged ﬂuorescence intensity represented time-dependent
DNA plasmid collection over a representative electrode gap.
A. Quantitative Results From DEP Collection Experiments
Fig. 4 illustrates ﬂuorescence intensity proﬁles for
one sample of DNA at different frequencies with applied peak
voltage V. The value of the voltage was selected to
ensure a sufﬁciently high DNA collection rate and avoidance
of ﬂuorescence quenching while not damaging the electrodes.
DatasetsforotherDNAsampleswerequalitativelysimilar.The
average values of taken from independent data sets that
used the same DNA preparation, electrodes, and measurement
apparatus is summarized in Table I. and are the
initial and steady-state values of the normalized ﬂuorescence
intensity. Both parameters were measured by time-averaging
sufﬁciently smooth samples of before switching on the
ﬁeld (at ) and afterward, typically 6–7 s (at ).
The initial collection rate was determined by linear
interpolation of 40 ms samples using ORIGIN 4.1 (Microcal4 IEEE TRANSACTIONS ON NANOBIOSCIENCE, VOL. 5, NO. 1, MARCH 2006
Fig. 4. Time-dependent DEP collections of pTA250 plasmid DNA for
V =4 :5 V (2 1/2 second window): proﬁles of normalized ﬂuorescence F(t)
illustrating frequency dependence of initial collection rates (gradients) plotted
for different applied frequencies.
TABLE I
SUMMARY OF DIELECTROPHORETIC COLLECTION VALUES
Parameter values obtained from the collection of DNA plasmid onto the micro-
electrode array (V =4 :5 V). The ﬂuorescence intensity is given in arbitrary
units (a.u.). The data show average values of repeated experiments (number of
data sets listed) ￿ one standard deviation (denoted Avfg￿1 std). The repeated
DEPexperimentsusedthesameDNApreparation,electrodes,andmeasurement
apparatus. The polarizability data (column 2 from left) were obtained from ex-
periments [24] that had a DNA volume fraction of 0.2% and suspension con-
ductivity of 8.5 mS/m.
Software Inc., Northampton, MA). The ﬂuorescence change
is written .
Table I shows that varies slightly across frequencies;
hence, for quantitative analysis it is more appropriate to use the
relative amounts of the parameters and
.
Two features about and (or and ) are
clearfromtheproﬁlesinFig.4anddatainTableI.First,thegra-
dientoftheinitialrateofchangeofﬂuorescence decreases
by about an order of magnitude as the frequency increases by a
decade from 100 kHz to 1 MHz. The second feature is the de-
crease in the initial to steady-state ﬂuorescence change as
thefrequencyincreases(trend canbe seenmoreclearlyas aper-
centage ).
Experiments at higher frequencies, from 10 to 20 MHz, also
showed DNA collecting along the edges of the electrodes, but
Fig. 5. Experimentally measured initial collection rate _ F (0) and initial to
steady-state ﬂuorescence ￿F , plotted as a function of the frequency (log )
of the applied electric ﬁeld. For convenience the initial collection rate has been
scaled by 1/5.
these accumulations were too small to be analyzed quantita-
tively. This conﬁrmed the trend of a decreasing DEP force on
the DNA plasmids with increasing frequency.
The experimental data summarized in Table I showing the re-
lationship between and versus frequency are plotted
in Fig. 5. Despite statistical ﬂuctuations, mainly due to varia-
tions in the initial DNA concentration caused by aggregation,
[26], both and show a clear decrease as the fre-
quency increases, due to the reduction in the effective polariz-
ability [31], [32] of the plasmid DNA as found using dielectric
spectroscopy [24].
B. Correlations of DNA Collections With
Frequency-Dependent Polarizability
The frequency-dependent real part of the effective polariz-
ability per DNA macromolecule (or dipole moment per
unit electric ﬁeld) required for predicting the DEP force can be
found using dielectric spectroscopy [33], [34]. Values for the
polarizability and corresponding relaxation times determined
from previous dielectric spectroscopy measurements for the
same DNA [24] were , ,
Fm , , , and ns .
The frequency-dependent properties of the DNA can be mod-
eled as the sum of three Debye dispersions given by [4], [32],
and [35]
Re (1)
In this equation Re {} denotes the “real part of,” ,
, and the coefﬁcient accounts for the orientation
of the DNA subunit lengths. For a sphere with subunit lengths
randomly orientated, . Using this expression, the data
was analyzed at the same frequencies as used in the experiment
{0.1, 0.2, 0.5, 1, 2, 5} MHz to give polarizability values listed
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Fig. 6. Plot of the real part of the effective polarizability ￿ versus frequency
for the DNA (solid line) calculated from (1). The plot used experimental data
from [24] that exhibited three measured dispersions for this sample of DNA.
Alsoshownarethedatapointsfortheinitialcollectionrate _ F (0)(￿)andinitial
to steady-state transition ￿F ( ). The data sets were multiplied by 4.7 and 12,
respectively, conveniently chosen to illustrate the reduction in _ F (0) and ￿F
with frequency and correlation with the polarizability.
Fig. 6 shows the real part of the frequency-dependent
polarizability for the DNA calculated from (1) using the
experimental values in [24]. The graph shows a characteristic
polarizability function for the three dielectric dispersions mea-
sured for this DNA. Also shown in this ﬁgure are the two data
sets for the parameters and which are summarized
in Table I. These two data sets were multiplied by scalars (4.7
and 12 respectively) suitably chosen in order to achieve the
ﬁts shown in the ﬁgure. The ﬁgure clearly shows a correlation
between the two variables and , and the reduction
in the effective polarizability of the DNA with increasing
frequency.
ThecorrelationbetweentheDEPcollectionparameters
and and the polarizability predicted from (1) is shown
in Fig. 7. shows a nonlinear dependence that was ﬁtted
by a second-order polynomial, and exhibits a linear de-
pendence on .
C. Sequential DEP Collections and Relaxations
AnumberofDEPexperimentsalsoexploredtherepeatability
of DEP collection and release of DNA after the DEP force is
switched off V . Fig. 8 illustrates four successive
DEP collections and release at 200 kHz. The proﬁles exhib-
ited good repeatability and variations fell within the range at
200 kHz (Table I). The switching was manually controlled, so
there was variation in the “on” and “off” durations. The DEP
forcewasswitchedonwhenitwasobservedpracticallyallDNA
had been released from the electrodes, and off when there ap-
peared to be no further increase in the DNA collecting on the
electrodes. Successive DEP collections and release experiments
were performed at different frequencies, with each cycle span-
ning 5–10 s. All experiments exhibited good repeatability (data
not shown).
Fig. 7. Experimentally measured initial collection rate _ F (0) (scaled by a
factor of 1/5), and initial to steady-state ﬂuorescence ￿F versus polarizability
￿ (see Fig. 6). Also shown are curves of best ﬁt. See text for details and
discussion.
Fig. 8. Plot showing four successive DEP collections and release of DNA (due
to diffusion after the DEP force was switched off, V =0V). The applied
collection frequency was 200 kHz. The arrows show the times when the DEP
force was manually switched on and off.
V. DISCUSSION
The frequency dependence of the DEP collection parame-
ters and can be explained by the widely reported
frequency-dependent change in the effective polarizability
of DNA that has been attributed to a number of electrokinetic
mechanisms [31]. In a dielectric study of pTA250 DNA [24],
thepolarizationwasmainlyattributedtocounterionﬂuctuations
parallel to the longitudinal axis of the DNA [35]–[41]. In this
model, counterions move freely along macromolecular DNA
“subunit lengths” and are permitted to cross from one subunit
to a neighboring subunit only by overcoming “potential bar-
riers” [35], [37]. The relatively large, low-frequency relaxation
at 140 kHz reported by us [24] was attributed to subunit lengths
in the counterion model that were close to the Kuhn length
(twice the persistence length) that is a statistical measure of
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high-frequency relaxation at 12 MHz was Maxwell–Wagner in-
terfacialpolarization[31],[42],[43].Thissuggeststhatthemost
likely mechanism of induced polarizability that gives rise to the
DEP force is mainly due to longitudinal movement of coun-
terions—as described in the Mandel–Manning–Oosawa model
developed in various stages by the above-referenced authors.
A. Frequency-Dependent DNA Polarizability and
Dielectrophoretic Collections
The frequency dependence of the effective polarizability for
DNA can be modeled as a series of Debye-like dispersions that
characterize counterion movement parallel to the longitudinal
axis of a macromolecule [35], cf. (1). Recently, Chou et al. [2]
proposed a simple model for the low-frequency loss mecha-
nismforDNA,whichtheyusedtoexplainthefrequency-depen-
dent DEP collection of single- and double-stranded DNA from
50 Hz to 1 kHz. Although the trapping force at low frequencies
(50 Hz) was not as predicted from the Debye dispersion model,
this was attributed to the presence of electrophoretic forces that
were large compared with the DEP forces at such a low fre-
quency. Asbury et al. [1], [17] also ﬁtted their 10 Hz to 1 kHz
frequency-dependent dielectrophoretic collections of DNA to a
ﬁrst order Debye dispersion and showed a relaxation frequency
in theregionof100Hz. However,inthiswork, we haveconcen-
trated on the high-frequency behavior of DNA, where problems
duetoelectrophoresisandelectrodepolarizationareeliminated.
The frequency-dependent DEP collection of plasmid DNA
describedinthisworkhasshowntheinitialcollectionrate
and the transition to correlate with changes in the polariz-
ability of the DNA in the range 100 kHz to 20 MHz. In earlier
work [20], we used the Fokker–Planck equation (FPE) to model
particle collections, and showed that the initial particle collec-
tion rate is proportional to the polarizability. The FPE predicted
( denotesproportionality)attheonsetofDEPbe-
cause the effect of diffusion was assumed to be negligible under
initial conditions of uniform particle concentration. Thus, only
the particle ﬂux due to DEP forces governed the initial collec-
tion rate. In contrast, the initial to steady-state transition
predicted by the FPE was shown to exhibit a highly nonlinear,
exponential dependence on . The extent of the nonlinearity
depended on the ratio of DEP to thermal, diffusive, energy.
B. Other Possible Factors Affecting DNA Collections
Fig. 7 shows that is not directly proportional to
as predicted by the FPE model. The relationship shown in the
ﬁgure was ﬁtted by a second-order polynomial. At this stage,
there are two possible explanations for this behavior. The ﬁrst
pertains to the friction coefﬁcient of the plasmid DNA [44];
is true if remains constant and does not change
with (or frequency). However, if the shape of the plasmid
changes under the action of a high DEP force (i.e., at low
frequencies, such as 100 kHz) such that is reduced, then
will be enhanced beyond the proportional relationship.
The second possibility is attributed to electrohydrodynamically
(EHD) driven ﬂuid motion, particularly ac electroosmosis.
EHD tends to drag particles down from the suspension above
the electrodes into the center of each electrode gap and propel
them away from the electrode edge toward the center of the
electrodes, and thence upwards [45]–[49]. This ﬂuid motion
tends to be stronger at lower frequencies (e.g., 100–200 kHz)
and coincides with higher and also the formation of plas-
mids that collect entirely across the gap, as shown in Fig. 3(b).
It is possible that ac electroosmosis could pull the plasmids
downwards, from the suspension above the electrode gaps,
thereby contributing to the initial DEP collection rate. The
initial collection is observed over a very short time interval
(0.1–0.2 s) as shown in Fig. 4. If the plasmids are dielec-
trophoretically trapped between the electrodes, so they cannot
immediately escape with the upwards ﬂuid movement above
the electrodes, then the effect of ac electroosmosis would be to
increase . This would add to the value due solely to DEP
at these lower frequencies, and possibly explain the nonlinear
dependence on that cannot be explained by the simple FPE
model. With respect to both explanations, we note that similar
DEP experiments on dilute suspensions of 216-nm-diameter
latex microspheres [20] that have constant collected only on
the electrode edges and exhibited little interaction, and showed
approximately proportional to the DEP force (i.e., ).
A comprehensive numerical model of spatial–temporal DEP
particle collections and EHD ﬂuid motion could clarify the
contribution of EHD to .
The result that shown in Fig. 7 means that
the collections from initial to steady-state behave as if the
DEP force is much less than predicted. This is not entirely
unexpected, although there is no satisfactory explanation for
this observation at present. Essentially, FPE simulations by us
using the experimental applied peak voltage and typical values
for other parameters predicted that should exhibit a highly
nonlinear dependence on and the DEP force should be
strong enough to attract practically all of the suspended of DNA
onto the electrode array (data not shown). However, only very
modest collections of DNA on the array were observed in these
experiments and very little depletion was evident in the bulk
suspension. These observations are consistent with DEP col-
lection experiments using 216-nm-diameter latex microspheres
[19], [20], [26].
There are a number of electrokinetic mechanisms that could
reduce the DEP force acting on plasmid DNA. One possibility
is that the temporal accumulation of negatively charged DNA
and counterions near the electrodes, as illustrated in Fig. 3(b),
could alter the electric ﬁeld distribution and reduce the DEP
force. Counterion presence is not taken into account in current
DEP force evaluations that are based on Laplace’s equation that
assumeszerochargedensity[50]–[52].Anotherpossiblereason
for the strength of the DEP force being weaker than predicted
for regions close to the electrode edges, is that the polarizability
could saturate at high strength electric ﬁelds [17], [40]. Particle
levitation experiments by Markx et al. [53] and Cui et al. [54]
have shown that the actual ﬁeld experienced by the particles is
close to the theoretical value in the far ﬁeld at these frequencies,
soitis unlikely thatelectrodepolarizationwouldbe a factorthat
reduces the DEP force.
An alternative explanation to the reduction in DEP force is
that there is an additional force that acts against DEP or sufﬁ-
ciently disrupts the quasi-steady state collection of plasmids, so
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ac electroosmosis, which produces rolls in the ﬂuid that can ex-
tend far above the electrode array. Since they involve both up-
wards and downwards ﬂuid movement, their net effect would
need to be taken into account. As with , a comprehen-
sive numerical model of DEP and EHD motion is needed that
would completely explain the behavior of . Incorporation
of ﬂuid motion may also assist analysis and theoretical com-
parisons of further collection experiments that use a range of
applied voltages and medium conductivities—provided these
parameters are constrained to avoid problems, such as electrode
damage and ﬂuorescence quenching.
Despite the much-needed improvements that could theoret-
ically predict DEP collections of DNA, the frequency depen-
dence and repeatability described in this paper may ﬁnd useful
application in future microdevices. In general, we have noted
that for many DEP studies using both DNA and 216-nm-diam-
eter latex beads, for any given experiment, once the ﬁrst DEP
collection and release has been performed, successive collec-
tions and release show good repeatability.
VI. CONCLUSION
Fluorescence microscopy was used to measure dielec-
trophoretic collections of pTA250 plasmid DNA onto
10- m-width 10- m-gap planar interdigitated electrodes
as a function of frequency. Collection time proﬁles were quan-
tiﬁed by two parameters: the initial DEP collection rate and
initial to steady-state transition. The parameter values exhibited
a clear decrease as the frequency increased from 100 kHz to
20 MHz. The decrease in frequency response was consistent
with a reduction in the real part of the effective polarizability
of the plasmid DNA measured by dielectric spectroscopy. Cor-
relations of these two parameters with the DNA polarizability
show a need to improve current models of DEP collections,
particularly with reference to electrohydrodynamically driven
ﬂuid motion that confounds measurements. Other factors also
include modeling the effect of DNA accumulation on the
electric ﬁeld nonuniformity. Successive DEP collection and
release showed good repeatability, and this feature, together
with the frequency dependence, may be useful for controlling
noncontact movement of DNA.
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